BAM-1020 Audit Sheet
Model: | BAM-1020 |
Audit Date: | =/4J20l |

Serial Number: | TaAaL |

Mo thers

Audited By:

i
- e eedd

Flow Reference Standard Used: Model: olde (el Dot Serial No: 66 444 Calibration Daté: & J= /5 =20{¢

Temperature Standard Used:. Model: PDelie Cab Dol SerialNo: 14244 Calibration Date: /= /5 - Zob
‘ Barometric Pressure Standard Used: Model: i3 elben (af DCI  Serial No: 14 6Lg¥] Calibration Date: =48 246

Leak Check Value: as found: { as left:

, ' BAM Ref. Std. " BAM___|_Ref. Std.

Ambient Temperature: as found: | / 3“_.‘5{ clfteed ¢ asleft: | /539 cl bt c| WA D

Barometric Pressure: as found: | 71 3 mmHg | “7¢4 OmmBe asleft: | 742 mmbg | 770 mmHg

Flow Rate (Actual Volumetric):  asfound: [[@ 7 ipm |} 72 1pm | asleft: | {lee 7 tpm [ B e 77 1pm N/A

Flow Rate (EPA Standard): as found: slpm slpm as left: slpm slpm N/A | o

Pump muffler unclogged: as found PM10 particle trap clean:  as found N/A
Sample nozzle clean: as found PM10 drip jar empty: . as found /A
Tape support vane clean: as found PM10.bug screen clear: . as found N/A
; Capstan shaft clean: as found - PM2.5 particle trap clean: . asfound || N/A | ]
r Rubber pinch rollers clean: as found Inlet tube water-tight seal OK: - as found | -
| Chassis ground wire installed: as found as found |

N/A []

i}lebtube perpendicular to BAM:

DAC Test Screen | BAM Voltage Output | Logger Voltage Input LAST m (mg): Flow Setpoint | BAM Flow
0.000 Volts Volts Volis ABS (mg): 150LPM | /61877
0.500 Volts Volts Volts Difference (mg): | 16,7 LPM .7
- 1.000 Volts Volts Volts "% Difference: 184LPM |1 ¥ 473
Parameter Expected Found Parameter Expected Found Parameter Expected Found
Clock Time/Date FLOW TYPE AP
RS232 baud Cv FRI
i STATION # Qo FRh
| RANGE ABS Password
i BAM SAMPLE psw | Cycle Mode
‘ MET SAMPLE K Factor __RH Control
3 OFFSET BKGD RH Setpoint
1 CONC UNITS STD TEMP Datalog RH
1 : COUNT TIME HEATER Delta-T Control
1 FLOW RATE el Delta-T Setpoint
| CONC TYPE Errors .| * Datalog Delta-T
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Audit Notes: Filder tape ceplaced, abrale/vane cltanad  leal chucl, Flow andil capiisi

shutbt [Rollers cléamed | Zolet drap cleamd, olsto down [eaded;

L~

clock chusiled, jw{u. s i~

.l-osf-'p«qs«%

Page 110

BAM-1020-9800 REVL

ST

.~





